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Abstract: Advances in photomedicine and optogenetics have defined the problem of efficient
light delivery in vivo. Recently, hydrogels have been proposed as alternatives to glass or
polymer fibers. These materials provide remarkable versatility, biocompatibility and easy
fabrication protocols. Here, we investigate the usability of waveguides from poly(ethylene glycol)
dimethacrylate for targeted light delivery and diffusion. Different hydrogel compositions were
characterized with regard to water content, chemical stability, elasticity, refractive index and
optical losses. Differences in refractive index were introduced to achieve targeted light delivery,
and scattering polystyrene particles were dispersed in the hydrogel samples to diffuse the incident
light. Complex constructs were produced to demonstrate the versatility of hydrogel waveguides.
© 2019 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
1. Introduction
Several applications with therapeutic potential require deep tissue illumination. The growing
field of optogenetics has been suggesting new treatment options for several conditions such as
heart arrhythmias, laryngeal paralysis or neurological disorders [1–4]. Photodynamic therapy
and biomodulation offer innovative treatment options for tumor removal and wound healing [5,6].
If the treatment targets are not located on or directly underneath the skin surface, long-term
therapy would require reliable, biocompatible means of light delivery with minimal or no adverse
effects. Current efforts to meet this increasing need mostly concentrate on the development of
biocompatible fibers and micro-LEDs [7,8]. These devices can be manufactured to be stable
and biocompatible but are difficult to integrate in a living system without causing any harm
to the surrounding tissues. Alternatively, waveguiding fibers with favorable optical properties
can be fabricated from hydrogel materials [9–11]. These fibers are soft and flexible and can be
integrated into sensitive environments without inflicting injuries on the tissue. Hydrogels from
natural or synthetic sources can be easily manufactured in the desired form using molds, masks
and photolithography [12] or 3D printing [13,14]. Different materials and compositions can be
combined to tune the hydrogel’s characteristics and achieve advantageous properties such as
toughness or elasticity [11,14,15]. Therefore, these materials present an interesting alternative
for specialized biomedical applications, where geometry and properties of the waveguide need to
be adjusted to the respective circumstances. While optical fibers have already been developed
from different materials, these waveguides are only suitable for applications that require selective
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illumination of a small target area. Some methods, like the optogenetic control of larger
muscles, would demand simultaneous stimulation of a large tissue area with patient-specific
geometries and properties. Through careful selection of composition and additives, a hydrogel
construct could include parts for controlled waveguiding and scattering in a single unit. Here, we
investigate the suitability of chemically cross-linked poly(ethylene glycol) diacrylate (PEGDA)
and dimethacrylate (PEGDMA) as optical waveguides and diffusors. PEGDMA hydrogels are
biocompatible and bioinert [16] and have been used for waveguiding before [10,17]. In this study,
we aim to extend the usability of PEGD(M)A hydrogels beyond simple waveguiding and evaluate
their use as diffusors and compounds for targeted illumination. The material can be modified to
increase bioactivity by encapsulating biological factors [18] or introducing attachment sites for
cells [19,20]. We present an analysis of the optical properties of PEGD(M)A hydrogels from
long polymer chains (700, 8000, 20000Da) and provide insights into the hydrogel architecture.
Scattering nano- and microparticles were used to achieve light diffusion, and different hydrogel
compositions and geometries were tested for controlled waveguiding. In conclusion, we present
a method for the production of versatile biocompatible waveguides that can be tuned to yield




Hydrogels were fabricated from poly(ethylene glycol) diacrylate (PEGDA, 700Da, viscous
liquid; Sigma Aldrich, USA) or dimethacrylate (PEGDMA, 8000 or 20000Da, solid; both
Polysciences Inc., USA). The hydrogel precursor was mixed with water at the desired weight
concentration and allowed to dissolve completely. Then, ammonium persulfate (10% w/v in
water) and TEMED (both Merck, Germany) were mixed into the solution at final concentrations
of 1% and 0.1%, respectively. Solutions were immediately pipetted into molds and placed in a
nitrogen-flooded box to avoid oxygen exposure during polymerization. Gels were allowed to
form for 45-60 minutes to ensure complete polymerization and then stored in desalinated water
for at least one day before further use. Molds were produced from PDMS-imprints (Sylgard
184, Dow Corning, USA) of 3D-printed forms, or from aluminum blocks with custom-made
notches. For cylindrical hydrogels, silicone hoses with 2mm diameter were used. The hoses were
slit lengthwise to facilitate filling with the hydrogel precursor. Where applicable, polystyrene
(PS; 0.625, 1 and 10 µm diameter, Kisker Biotech, Germany) or titanium dioxide (rutile, <5 µm,
Sigma Aldrich) particles were mixed into the solutions before polymerization to increase scatter
inside the hydrogels. Concentrations of PS-particles are indicated in the results section and
were chosen to provide roughly the same number of particles for the different diameters. The
mass ratio of TiO2-particles to PEGDMA was 1:1, resulting in hydrogels saturated with TiO2
particles. Compound hydrogels were produced layer by layer: After polymerization of the
first part, the second part was added as a liquid precursor solution. The different components
were covalently connected during the polymerization reaction. Cylindrical hydrogels with a
concentration gradient of PS-particles were produced by pipetting one concentration after another
into an upright silicone hose, avoiding gaps between or mixing of the layers. Hydrogel wedges
were produced by first fabricating a particle-free hydrogel cube (6× 8× 3mm), cutting through it
diagonally and removing the upper half. The form was then refilled with a particle-containing
precursor that polymerized on top of the first gel, resulting in one hydrogel block consisting of
two wedges, one with and one without particles (see Fig. 8(m)).
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2.2. Material characterization
Elasticity of PEGDMA hydrogels (8000Da 10% and 20000Da 10%) was quantified with a
tensile testing apparatus (Instron 5967 Dual Column Series, Instron, USA). Dumbbell-shaped
hydrogels were secured between the clamps with sandpaper and stretch to failure was performed
using a 100 N load cell. Six samples per material were tested to obtain the Young’s modulus of
elasticity.
Mass swelling ratios were determined for different hydrogel compositions with and without
particles and at different pH-values. To assess the influence of the surrounding’s pH value,
samples were stored in water at pH= 4, 7 or 10, adjusted with HCl or NaOH, for 1 or 14 days.
Solutions were renewed every 3-4 days. The wet weight was determined with a precision scale.
Samples were then vacuum-dried for approx. 20 hours and weighed again. The mass swelling





where ws and wd are the hydrogel weights in swollen and dried state, respectively. Qm describes
the weight increase of the completely swollen hydrogel. Three samples per composition and
condition were tested and averaged.
2.3. Optical characterization
Refractive index measurements of hydrogels were performed with a swept source OCT system
(central wavelength: 1325 nm, spectral bandwidth: 100 nm; Thorlabs, USA). The refractive
index was calculated as the ratio of measured optical thickness and actual thickness. Three
B-scans (3× 3mm) per sample were performed and averaged, and three samples per hydrogel
composition were measured to obtain the refractive index.
Transmission and reflection measurements including the respective scatter were performed
in a Lambda 900 spectrophotometer (PerkinElmer, USA) with an integrating sphere. Hydrogel
discs were produced as described above in round aluminum molds with a diameter of 22mm and
height of 1mm and stored in water for at least 24 hours before measurement. Thickness did not
increase measurably during this time. Table 1 summarizes the tested samples.
Table 1. Hydrogel compositions measured with spectrophotometer
Hydrogel Particles
700 10% / 25% / 50% none
8000 10% / 25% / 50% none
20000 10% / 25% / 50% none
8000 10% 0.625 µm PS (1 mg/mL)
8000 10% 1 µm PS (2 mg/mL)
8000 10% 10 µm PS (20 mg/mL)
8000 10% TiO2 (saturated)
Wavescans between 250 nm and 1000 nm were performed in 1 nm steps at 500 nm/min in
transmission and reflection mode. Three samples per composition were measured and averaged.
Losses in percent were calculated from the measurement data as
loss = 100% − transmission(%) − reflection(%) (2)
Attenuation coefficients (dB/cm) were calculated at 450 nm:
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where P(0) and P(z) are input power and power after a sample thickness of z cm. Power is
given in relative terms, with input power= 100%. For samples containing polystyrene particles,
averaged values were normalized to the respective maximum for each particle diameter to avoid
biases due to different particle size and concentration. The resulting values can only be compared
qualitatively. Measurements of attenuation coefficients were reproduced with a cut-back method
for PEGDMA 8000 10% and 20000 10% at 450 nm. Hydrogels were produced in a 30mm
long silicone hose (diameter 2mm). Irregular endings were trimmed with a scalpel. A glass
fiber (200 µm core diameter, NA= 0.22) was inserted into the center of one end of the hydrogel
cylinder. The sample was held upright above a photodiode to measure output power (Pout). Then,
1 cm of the gel was cut off and the measurement was repeated to obtain Pin. Eight samples of
PEGDMA 8000 10% and six samples of PEGDMA 20000 10% were measured and averaged.
2.4. Characterization of light distribution
To assess the distribution of light within a hydrogel construct, flat (3mm high) cuboids were
fabricated and placed under a CMOS camera (Thorlabs) to visualize the path of the light and the
effective brightness of the hydrogel surface. Different hydrogel designs are described in the results
section. Light from a 450 nm laser diode (max. output 40mW; Roithner Lasertechnik, Austria)
was coupled into a glass fiber (200 µm core diameter, NA= 0.22; LifePhotonic, Germany) which
was inserted into the side of the hydrogel. A half-wave plate and polarizing beam splitter were
used to control output power at the fiber tip. For imaging, power was set to 250-300 µW. Two
lenses (f = 35mm and 125 or 75mm; Thorlabs) were used to project the image on the CMOS
chip and to adjust magnification.
Particle distribution over time was assessed with a confocal laser scanning microscope (Leica
TCS SP5; Leica Microsystems, Germany). Four samples of PEGDMA 8000 10%, each < 1mm
thick, two containing 1 µm (1mg/mL) and two containing 10 µm PS-particles (10mg/mL) were
imaged immediately after production and again after 1, 5, 7, 14 and 28 days. Samples were stored
in demineralized water between experiments. Stacks were recorded with a transmission PMT,
using the 633 nm HeNe laser for illumination.
2.5. Data analysis
Data analysis and visualization was performed with R (v3.3.3 [21–23]). For the multiple linear
regression model, the non-constant variance test was used to check for homoscedasticity, and the
variance inflation factor was calculated to test for multicollinearity. Other assumptions (linear
relationship, normal distribution of residuals) were checked with diagnostic plots. Image analysis
was done with ImageJ/FIJI (v2.0.0 [24]). To calculate the distance between particles in hydrogel
samples, individual slices from stacks were converted to binary images with manual thresholding
after background subtraction. A plugin [25] was used to calculate the distance to the nearest
neighbor for each particle on two slices per sample at time points 0 and 28 days. Values were
pooled for each particle size and time point, and mean and standard deviation were calculated.
3. Results
3.1. Material characteristics
Results for mass swelling ratios of hydrogels without particles showed that at pH= 7, the water
content depended on the polymer’s chain length and concentration (Fig. 1(a)). Water content
increased with chain length and decreased with increasing polymer concentration. While PEGDA
700 50% only absorbed water a little more than its dry weight, water content increased to 14
times the gel’s dry weight for PEGDMA 20000 10%. A multiple linear regression model was
fitted to describe the observed data. The influence of both chain length and concentration
on the hydrogel’s mass swelling ratio was highly significant (p= 9.48*10−12 and 1.077*10−9,
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respectively). Together, these two variables accounted for 89.7% of the observed variability
(adjusted R2 = 0.8968).
and 1.077*10-9, respectively). Together, these two variables accounted for 89.7 % of the ob-
served variability (adjusted R2 = 0.8968).  
Polystyrene particles with varying diameters were added to PEGDMA 8000 10 % and the 
mass swelling ratio was determined again. Although the overall effect was smaller, particle 
size correlated negatively with mass swelling ratio (p = 3.379*10-3, Fig. 1(b)), with an adjust-
ed R2 of 0.5526. Particle-free gels absorbed 1.134 times as much water, on average, as the 
same gels containing the largest particles. 
Additionally, the influence of the medium’s pH-value n PEGDMA 8000 10 % was test-
ed. Samples were stored at pH = 4, 7 or 10, respectively, for 1 or 14 days. Both high and low 
pH increased the mass swelling ratio during one day of incubation (Fig. 1(c)). After 14 days, 
the value of the sample stored at pH = 4 had increased to more than 12-fold its dry weight, 
which was almost 1.5 times as high as the value for pH = 7 after the same incubation time. 
The mass swelling ratio increased less strongly at pH = 10 within the 14 days. At neutral pH, 
the value increased only slightly, indicating that small amounts of water were still absorbed 
after more than one day. 
 
Fig. 1. Mass swelling ratio of PEGD(M)A hydrogels of different compositions stored under 
various conditions. a: Effect of chain length and concentration. b: Effect of PS-particles with 
different diameters embedded in the hydrogels (PEGDMA 8000 10 %). c: PEGDMA 8000 
10 % stored under different pH-conditions for 1 or 14 days. Data points show mean values ± 
standard deviation of three samples each (five samples for pH 4, 14 days). 
Young’s modulus of elasticity was measured for two hydrogel compositions. The first sample 
of PEGDMA 8000 10 % broke in the clamped area and was excluded from the average. 
Young’s moduli were determined at 334 ± 46 kPa (PEGDMA 8000 10 %) and 60 ± 5 kPa 
(20000 10 %), respectively. Other compositions were not quantified. Qualitatively, shorter 
Fig. 1. Mass swelling ratio of PEG ( ) hydrogels of different compositions stored under
various conditions. a: Effect of chain length and concentration. b: Effect of PS-particles
with different diameters embedded in the hydrogels (PEGDMA 8000 10%). c: PEGDMA
8000 10% stored under different pH-conditions for 1 or 14 days. Data points show mean
values± standard deviation of three samples each (five samples for pH 4, 14 days).
Polystyrene particles with varying diameters were added to PEGDMA 8000 10% and the
mass swelling ratio was determined again. Although the overall effect was smaller, particle size
correlated negatively with mass swelling ratio (p= 3.379*10−3, Fig. 1(b)), with an adjusted R2
of 0.5526. Particle-free gels absorbed 1.134 times as much water, on average, as the same gels
containing the largest particles.
Additionally, the influence of the medium’s pH-value on PEGDMA 8000 10% was tested.
Samples were stored at pH= 4, 7 or 10, respectively, for 1 or 14 days. Both high and low pH
increased the mass swelling ratio during one day of incubation (Fig. 1(c)). After 14 days, the
value of the sample stored at pH= 4 had increased to more than 12-fold its dry weight, which
was almost 1.5 times as high as the value for pH= 7 after the same incubation time. The mass
swelling ratio increased less strongly at pH= 10 within the 14 days. At neutral pH, the value
increased only slightly, indicating that small amounts of water were still absorbed after more
than one day.
Young’s modulus of elasticity was measured for two hydrogel compositions. The first sample
of PEGDMA 8000 10% broke in the clamped area and was excluded from the average. Young’s
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moduli were determined at 334± 46 kPa (PEGDMA 8000 10%) and 60± 5 kPa (20000 10%),
respectively. Other compositions were not quantified. Qualitatively, shorter polymer chains
at higher concentrations yielded stiffer hydrogels. PEGDA 700 ≥ 50% could not be elastically
deformed and snapped when bent.
The refractive index of different PEGD(M)A hydrogels was obtained via OCT measurement
(Fig. 2). In general, the refractive index was positively correlated with polymer concentration
and negatively correlated with chain length. Considering the results from mass swelling ratio
measurements, a negative correlation between water content and refractive index was observed.
Values for the refractive indices ranged from 1.343 (PEGMDA 20000 10%, mean) to 1.437
(PEGDA 700 90%, mean). The lower limit is the refractive index of water (1.33).
polymer chains at higher concentrations yielded stiffer hydrogels. PEGDA 700 ≥50 % could 
not be elastically deformed and snapped when bent. 
The refractive index of different PEGD(M)A hydrogels was obtained via OCT measure-
ment (Fig. 2). In general, the refractive index was positively correlated with po ymer concen-
tration and negatively correlated with chain length. Considering the results from mass swell-
ing ratio measurements, a negative correlation between water content and refractive index 
was observed. Values for the refractive indices ranged from 1.343 (PEGMDA 20000 10 %, 
mean) to 1.437 (PEGDA 700 90 %, mean). The lower limit is the refractive index of water 
(1.33).  
Hydrogels from PEGDA 700 10 % were not entirely transparent, yielding lower transmis-
sion values especially in the UV-A and visible range than PEGDA 700 with a higher concen-
tration (Fig. 3(a)). About 10 % of the non-transmitted light in the visible range was reflected 
by these samples, resulting in less than 10 % loss for visible wavelengths. PEGDA 700 25 % 
had the lowest losses overall but showed relatively strong reflection (Fig. 3(b)). For PEGD-
MA 8000, there were no clear distinctions between hydrogels with different polymer concen-
trations (Figs. 3(d)-3(f)), but losses were lowest for 25 %. Transmission decreased with in-
cr sing concentration for PEGDMA 20,000 (Fig. 3(g)). There was a dip in transmission 
v l  around 450 nm that was most pronounced for 25 %. Losses were lowest for 10 %.  
 
 
Fig. 2. Refractive index measurements of PEGD(M)A hydrogels of different compositions. 
Each data point represents the average of three measurements ± standard deviation for one 
sample. Three samples were measured for each composition.  
PS-particles of different sizes were introduced so that samples contained roughly the same 
particle number. Reflection ranged between 25 and 15 % for most of the visible ratio, the 
values being largest for 0.625 µm-particles. Losses were low (approx. 5 %) for 10 µm parti-
cles and ranged between 15 and 20 % for the smaller particles. Measurements were qualita-
tively similar for particles with 0.625 and 1 µm diameter as well as for 10 µm and particle-
free gels (Figs. 4(a)-4(c)). Despite the larger standard deviation of averaged reflection values 
of gels containing 10 µm or no particles, the individual curves all had a common shape (data 
not shown). Reflection of samples with small particles decreased with wavelength, and 
Fig. 2. Refractive index meas ts f (M)A hydrogels of diff rent compositions.
Each data point represents the average of three measurements± standard deviation for one
sample. Three samples were measured for each composition.
Hydrogels from PEGDA 700 10% were not entirely transparent, yielding lower transmission
l especially in the UV-A and visible range than PEGDA 700 with a higher concentration
(Fig. 3(a)). About 10% of the on-transmitted light in the visible range was reflected by these
samples, resulting in less than 10% loss for visible wavelengths. PEGDA 700 25% had the lowest
losses overall but showed relatively strong reflection (Fig. 3(b)). For PEGDMA 8000, there were
no clear distinctions between hydrogels with different polymer concentrations (Figs. 3(d)–3(f)),
but losses were lowest for 25%. Transmission decreased with increasing concentration for
PEGDMA 20,000 (Fig. 3(g)). There was a dip in transmission values around 450 nm that was
most pronounced for 25%. Losses were lowest for 10%.
PS-particles of different sizes were introduced so that samples contained roughly the same
particle number. Reflection ranged between 25 and 15% for most of the visible ratio, the values
being largest for 0.625 µm-particles. Losses were low (approx. 5%) for 10 µm particles and
ranged between 15 and 20% for the smaller particles. Measurements were qualitatively similar for
particles with 0.625 and 1 µm diameter as well as for 10 µm and particle-free gels (Figs. 4(a)–4(c)).
Despite the larger standard deviation of averaged reflection values of gels containing 10 µm or no
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transmission increased more slowly. Losses of samples with 10 µm or without particles de-
creased stronger with respect to the maximum value (Fig. 4(c)).  
Hydrogels saturated with TiO2 particles were not transmissive below 410 nm, and most of 
the light was absorbed in this range (Figs. 4(d)-4(f)). Between approx. 420 and 960 nm, at 
least 80 % of the incoming light was reflected. This proportion rose to at least 90 % between 
430 and 915 nm. Losses were mostly below 5 % in that range. 
To complement the results from transmission measurements, cut-back measurements were 
performed on cylindrical hydrogel samples from PEGDMA 8000 10 % and 20000 10 %. The 
resulting attenuation coefficients at 450 nm were 0.80 ± 0.22 dB/cm and 0.80 ± 0.27 dB/cm, 
respectively. These values are in good agreement with those obtained from spectrophotometer 
measurements, although with this method, light that might have been coupled out of the hy-
drogel laterally could not be quantified. 
 
 
Fig. 3. Transmission and reflection measured for different hydrogel compositions. Losses and 
attenuation coefficients were calculated from the measurement data. a-c: PEGDA 700; d-f: 
PEGDMA 8000; g-i: PEGDMA 20000. At 860 nm, a detector change occurred in the spectro-
photometer, resulting in small measurement artifacts. Negative loss values of PEGDA 700, 
25 % (c) should be regarded as statistical noise. Each data point represents the average of three 
samples ± standard deviation. 
Fig. 3. Transmission and reflection measured for different hydrogel compositions. Losses
and attenuation coefficients were calculated from the measurement data. a-c: PEGDA 700;
d-f: PEGDMA 8000; g-i: PEGDMA 20000. At 860 nm, a detector change occurred in
the spectrop otom t r, resulting in small measurement artifacts. Negative loss values of
PEGDA 700, 25% (c) should be regarded as statistical noise. Each data point represents the
average of three samples± standard deviation.
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particles, the individual curves all had a common shape (data not shown). Reflection of samples
with small particles decreased with wavelength, and transmission increased more slowly. Losses
of samples with 10 µm or without particles decreased stronger with respect to the maximum
value (Fig. 4(c)).
3.2 Light distribution and diffusion 
The long-term stability of particle suspensions within the hydrogel was evaluated over the 
course of four weeks in thin PEGDMA 8000 10 % samples containing 1 µm or 10 µm PS-
particles. No conspicuous changes were observed in any of the samples (Fig. 5). Specifically, 
no changes were detected in the average distance between neighboring particles (table 2), 
suggesting that particle distribution remained stable. Occasionally, clusters of 10 µm particles 
were observed at the very bottom of a sample (Figs. 5(g) and 5(h)). Formation of these clus-
ters was not time dependent but occurred before the first imaging time point, presumably 
during sample production. Clusters of 10 µm particles could be observed in both samples at 
all time points, but were never larger than approx. 100 particles.  
 
 
Fig. 4. a-c: Transmission, reflection and loss measurements of PEGDMA 8000 10 % contain-
ing PS-particles, each curve normalized to its maximum value. Normalization inflated the 
standard deviations as well as the measurement artifacts at 860 nm (b, c). These artifacts origi-
nate from a detector change in the spectrophotometer. The curves can only be compared quali-
tatively. d-f: Transmission, reflection and losses for PEGDMA 8000 10 % saturated with TiO2-
particles. Each data point represents the average of three samples ± standard deviation. 
Light distribution on the hydrogel surface was assessed with a CMOS camera mounted per-
pendicularly to the direction of light propagation. The influence of size and concentration of 
the scattering polystyrene particles is shown in Fig. 6. 
In hydrogels containing no particles, light from the fiber propagated on a cone-shaped 
path to the opposite end, only visible from above at high exposure times (Figs. 6(b) and 6(c)). 
Homogeneously distributed scattering particles with 0.625, 1 or 10 µm diameter improved 
waveguiding towards the sample surface. At higher concentrations, light was predominantly 
scattered at the fiber tip. Intensity decreased in all directions with increasing distance to the 
fiber. Generally, the scattering cone formed by larger particles was directed more towards the 
forward direction, with more light reaching the opposite ending (Fig. 6(j), arrowhead), as 
would have been expected in accordance with Mie theory. There were no substantial differ-
ences in illumination efficiency of the individual mixtures given a sufficiently high particle 
concentration. At low concentrations, larger particles showed better scattering properties. 
Fig. 4. a-c: Transmission, reflection and loss measurements of PEGDMA 8000 10%
containing PS-particles, each curve normalized to its maximum value. Normalization
inflated the standard deviations as well as the measurement artifacts at 860 nm (b, c).
These artifacts originate from a detector change in the spectrophotometer. The curves can
only be compared quali atively. d-f: Transmission, reflection losses for PEGDMA
8000 10% saturated with TiO2-particles. Each data point represents the average of three
samples± standard deviation.
Hydrogels saturated with TiO2 particles were not transmissive below 410 nm, and most of the
light was absorbed in this range (Figs. 4(d)–4(f)). Between approx. 420 and 960 nm, at least
80% of the incoming light was reflected. This proportion rose to at least 90% between 430 and
915 nm. Losses were mostly below 5% in that range.
To complement the results from transmission measurements, cut-back measurements were
performed on cylindrical hydrogel samples from PEGDMA 8000 10% and 20000 10%. The
resulting attenuation coefficients at 450 nm were 0.80± 0.22 dB/cm and 0.80± 0.27 dB/cm,
respectively. These values are in good agreement with those obtained from spectrophotometer
measurements, alth ugh with this met od, light that ight have been co pled out of the hydrogel
laterally could not be qua tified.
3.2. Light distribution and diffusion
The long-term stability of particle suspensions within the hydrogel was evaluated over the course
of four weeks in thin PEGDMA 8000 10% samples containing 1 µm or 10 µm PS-particles. No
conspicuous changes were observed in any of the samples (Fig. 5). Specifically, no changes were
detected in the average distance between neighboring particles (Table 2), suggesting that particle
distribution remained stable. Occasionally, clusters of 10 µm particles were observed at the very
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bottom of a sample (Figs. 5(g) and 5(h)). Formation of these clusters was not time dependent but
occurred before the first imaging time point, presumably during sample production. Clusters of
10 µm particles could be observed in both samples at all time points, but were never larger than
approx. 100 particles.
Table 2: Mean distances between neighboring particles in PEGDMA 8000 10 % after 1 and 28 days of incuba-
tion in water. 
Particle diameter (µm) Incubation time (days) Distance to nearest neighbor (µm, mean ± standard 
deviation) 
1 (1 mg/mL) 1 5.2 ± 1.7 
1 (1 mg/mL) 28 4.1 ± 1.9 
10 (10 mg/mL) 1 21.4 ± 11.2 
10 (10 mg/mL) 28 23.1 ± 11.4 
 
 
Fig. 5. Confocal images of PS-particles in PEGDMA-hydrogels at different time points after 
sample production. a-c: PS-particles with 1 µm diameter. d-h: PS-particles with 10 µm diame-
ter. Occasionally, 10 µm particles formed clusters in the bottom layer of a hydrogel (g-h, ar-
rows). Scale bar 150 µm for all images. 
 
Fig. 6. Pseudocolor images of light distribution within PEGDMA 8000 10 %, imaged from 
above. The color scale is shown in a and is the same for all pseudocolor images in this work. 
Numbers indicate the corresponding gray value. The glass fiber was inserted from the left and 
is indicated as a grey line. Dashed white lines mark the dimensions of the samples. a: Schema 
of sample setup. Light output from the surface was imaged perpendicularly from above. b,c: 
particle-free gel. The path of light distribution from the fiber ending (arrowheads) is clearly 
visible at an exposure time of 5 ms (c), but not 1 ms (b). d-l: Particle diameter and concentra-
tion are given in the images. The arrowhead in j marks light exiting the sample after being 
scattered in forward direction from the fiber tip. All images were taken with an exposure time 
of 0.05 ms. Samples in b,c are 10x10 mm, all others are 6x8 mm.  
To improve light output at the sample surface, the fiber was replaced with a polymer optical 
fiber with a roughened surface in its final segment (4 cm; LifePhotonic). Light radiated in all 
directions from this fiber segment. In hydrogels containing scattering particles, light distribu-
Fig. 5. Confocal images of PS-particles in PEGDMA-hydrogels at different time points
after sample production. a-c: PS-particles with 1 µm diameter. d-h: PS-particles with 10 µm
diameter. Occasionally, 10 µm particles formed clusters in the bottom layer of a hydrogel
(g-h, arrows). Scale bar 150 µm for all images.
Table 2. Mean distances between neighboring particles in PEGDMA 8000 10% after 1 and 28 days
of incubation in water.
Particle diameter (µm) Incubation time (days) Distance to nearest neighbor (µm, mean± standard deviation)
1 (1 mg/mL) 1 5.2± 1.7
1 (1 mg/mL) 28 4.1± 1.9
10 (10 mg/mL) 1 21.4± 11.2
10 (10 mg/mL) 28 23.1± 11.4
Light distribution on the hydrogel surface was assessed with a CMOS camera mounted
perpendicularly to the direction of light propagation. The influence of size and concentration of
the scattering polystyrene particles is shown in Fig. 6.
In hydr gels conta ing no particles, light from the fiber propagated on a cone-shaped path
to the opposite end, only visible from above at high exposure times (Figs. 6(b) and 6(c)).
Homogeneously distributed scattering particles with 0.625, 1 or 10 µm diameter improved
waveguiding towards the sample surface. At higher concentrations, ligh was predominantly
scattered at the fiber tip. Intensity decreas d in all directions with i creasing distance to the
fib r. Generally, the scattering cone formed by larger particles was directed more towards the
forward direction, with more light reaching the opposite ending (Fig. 6(j), arrowhead), as would
have been expected in accordance with Mie theory. There were no substantial differences in
illumination efficiency of the individual mixtures given a sufficiently high particle concentration.
At low concentrations, larger particles showed better scattering properties.
To improve light output at the sample surface, the fiber was replaced with a polymer optical
fiber with a roughened surface in its final segment (4 cm; LifePhotonic). Light radiated in all
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Table 2: Mean distances between neighboring particles in PEGDMA 8000 10 % after 1 and 28 days of incuba-
tion in water. 
Particle diameter (µm) Incubation time (days) Distance to nearest neighbor (µm, mean ± standard 
deviation) 
1 (1 mg/mL) 1 5.2 ± 1.7 
1 (1 mg/mL) 28 4.1 ± 1.9 
10 (10 mg/mL) 1 21.4 ± 11.2 
10 (10 mg/mL) 28 23.1 ± 11.4 
 
 
Fig. 5. Confocal images of PS-particles in PEGDMA-hydrogels at different time points after 
sample production. a-c: PS-particles with 1 µm diameter. d-h: PS-particles with 10 µm diame-
ter. Occasionally, 10 µm particles formed clusters in the bottom layer of a hydrogel (g-h, ar-
rows). Scale bar 150 µm for all images. 
 
Fig. 6. Pseudocolor images of light distribution within PEGDMA 8000 10 %, imaged from 
above. The color scale is shown in a and is the same for all pseudocolor images in this work. 
Numbers indicate the corresponding gray value. The glass fiber was inserted from the left and 
is indicated as a grey line. Dashed white lines mark the dimensions of the samples. a: Schema 
of sample setup. Light output from the surface was imaged perpendicularly from above. b,c: 
particle-free gel. The path of light distribution from the fiber ending (arrowheads) is clearly 
visible at an exposure time of 5 ms (c), but not 1 ms (b). d-l: Particle diameter and concentra-
tion are given in the images. The arrowhead in j marks light exiting the sample after being 
scattered in forward direction from the fiber tip. All images were taken with an exposure time 
of 0.05 ms. Samples in b,c are 10x10 mm, all others are 6x8 mm.  
To improve light output at the sample surface, the fiber was replaced with a polymer optical 
fiber with a roughened surface in its final segment (4 cm; LifePhotonic). Light radiated in all 
directions from this fiber segment. In hydrogels containing scattering particles, light distribu-
Fig. 6. Pseudocolor images of light distribution within PEGDMA 8000 10%, imaged from
above. The color scale is shown in a and is the same for all pseudocolor images in this work.
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and i indicated as a grey line. Das ed white lines mark the dimensions of the samples.
a: Schema of sample setup. Light output from the surface was imaged perpendicularly
from above. b,c: particle-free gel. The path of light distribution from the fiber ending
(arrowheads) is clearly visible at an exposure time of 5ms (c), but not 1ms (b). d-l: Particle
diameter and concentration are given in the images. The arrowhead in j marks light exiting
the sample after being scattered in forward direction from the fiber tip. All images were taken
with an exposure time of 0.05ms. Samples in b,c are 10× 10mm, all others are 6× 8mm.
directions from this fiber segment. In hydrogels containing scattering particles, light distribution
was strongly enhanced by this illumination mode, although the largest proportion of light still
radiated from the fiber tip (Fig. 7(c)). Increasing the number of fibers in one hydrogel yielded
good illumination across almost the entire sample surface (Figs. 7(e) and 7(f)). In hydrogels
without particles, light from the fiber reached the surface but was not distributed any further
inside the gel (Figs. 7(g) and 7(h)).
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still radiated from the fiber tip (Fig. 7(c)). Increasing the number of fibers in one hydrogel 
yielded good illumination across almost the entire sample surface (Figs. 7(e) and 7(f)). In 
hydrogels without particles, light from the fiber reached the surface but was not distributed 
any further inside the gel (Figs. 7(g) and 7(h)).  
 
Fig. 7. Pseudocolor images and photographs of PEGDMA 8000 10 % containing 2 mg/mL of 1 
µm PS-particles (a-f) or no particles (g, h). Dashed white lines mark the sample borders, and 
the grey line (a) indicates the position of the fiber. a, b: The same fiber as in Fig. 6 was used 
for illumination. c, d: A polymer fiber with a roughened surface was used that radiated light 
from its final 4 cm segment. e-g: A bundle of three structured fibers was inserted into one 
sample. Samples in a-d are 10x20 mm (scale bars 3 mm), samples in e-h are 10x10 mm. Expo-
sure time (pseudocolor images) was 0.1 ms.  
 
Fig. 8. Pseudocolor images and photographs of PEGDMA 8000 10 % containing high concen-
trations of TiO2 in the bottom layer. Grey lines indicate positioning of the fiber, and white 
dashed lines mark the hydrogel borders. a: Schema for sample setup in b,c. The TiO2-layer is 
represented in blue. b: particle-free hydrogel with TiO2-containing bottom layer, upper surface. 
c: Sample containing 1 mg/mL of 0.625 µm PS-particles, upper surface. d: Schema for sample 
setup in e,f. e,f: The same samples as in b,c, from below. Light exiting to the right is visible in 
the particle-free sample in e. g-i: particle-free samples with (h,i) and without (g) a reflective 
TiO2-layer. j-l: Hydrogels with 1 mg/mL 0.625 PS-particles with (k,l) and without (j) a TiO2-
layer. m: Schema for sample in n,o. n,o: Sample from two hydrogel wedges, the bottom wedge 
containing TiO2-particles. The arrowheads mark the fiber ending. Light reflected from the 
sloped TiO2-layer is visible from above. All samples are 6x8 mm. Pseudocolor images were 
recorded with exposure times of 0.05 ms (c,f), 1 ms (b,e) or 0.1 ms (n). 
A reflective hydrogel layer containing highly concentrated TiO2 particles was introduced to 
enhance scattering towards the sample surface and shield the bottom side against losses. 
These hydrogels showed >90 % reflection at 450 nm (see Fig. 4(e)). In samples containing 
polystyrene particles, such a reflective layer strongly increased the surface brightness across 
the whole sample (Figs. 8(c) and 8(k)). Reflections on the bottom side could be seen in parti-
cle-free hydrogels with a TiO2-layer (Figs. 8(b) and 8(h)). The bottom surface of both sam-
ples appeared dark in the imaging setup, indicating that light output via this side was negligi-
ble. The reflecting layer could be used to direct the light to the surface at a desired location. 
Fig. 7. Pseudocolor images and photographs of PEGDMA 8000 10% containing 2mg/mL
of 1 µm PS-particles (a-f) or no particles (g, h). Dashed white lines mark the sample borders,
and the grey l ne (a) indicates the posit on of the fiber. a, b: The same fiber as in Fig. 6
was used for illumination. c, d: A polym r fiber with a roughened surfac was used that
radiated light from its final 4 cm segment. e-g: A bundle of three structured fibers was
inserted into one sample. Samples in a-d are 10× 20mm (scale bars 3mm), samples in e-h
are 10× 10mm. Exposure time (pseudocolor images) was 0.1ms.
A reflective hydrogel layer containing highly concentrated TiO2 particles was introduced to
enhance scattering towards the sample surface and shield the bottom side against losses. These
hydrogels showed >90% reflection at 450 nm (see Fig. 4(e)). In samples containing polystyrene
particles, such a reflective layer strongly increased the surface brightness across the whole sample
(Figs. 8(c) and 8(k)). Reflections on the bottom side could be seen in particle-free hydrogels with
a TiO2-layer (Figs. 8(b) and 8(h)). The bottom surface of both samples appeared dark in the
imaging setup, indicating that light output via this side was negligible. The reflecting layer could
Research Article Vol. 9, No. 10 / 1 October 2019 / Optical Materials Express 3935
be used to direct the light to the surface at a desired location. To achieve an output at the surface,
a hydrogel was produced that consisted of two wedges, one with and one without TiO2-particles
(see Fig. 8(m)). Most of the light was reflected at the sloped surface of the bottom gel and was
visible at the surface in the middle of the sample (Figs. 8(n) and 8(o)).
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yielded good illumination across almost the entire sample surface (Figs. 7(e) and 7(f)). In 
hydrogels without particles, light from the fiber reached the surface but was not distributed 
any further inside the gel (Figs. 7(g) and 7(h)).  
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polystyrene particles, such a reflective layer strongly increased the surface brightness across 
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Fig. 8. Pseudocolor images and photographs of PEGDMA 8000 10% containing high
concentrations of TiO2 in the bottom layer. Grey lines indicate positioning of the fiber, and
white dash lines mark he hydrogel borders. a: Schema for sa ple set in b,c. The
TiO2-layer is represented in blue. b: particle-free hydrog l with TiO2- ontaining bottom
layer, upper surface. c: Sample containing 1mg/mL of 0.625 µm PS-particles, upper surface.
d: Schema for sample setup in e,f. e,f: The same samples as in b,c, from below. Light
exiting to the right is visible in the particle-free sample in e. g-i: particle-free samples with
(h,i) and without (g) a reflectiv TiO2-layer. j-l: Hydrog ls with 1mg/mL 0.625 PS-particles
with (k,l) and without (j) a TiO2-layer. m: Schema for sample in n,o. n,o: Sample from two
hydrogel wedges, the bottom wedge containing TiO2-particles. The arrowheads mark the
fiber ending. Light reflected from the sloped TiO2-layer is visible from above. All samples
are 6× 8mm. Pseudocolor images were recorded with exposure times of 0.05ms (c,f), 1ms
(b,e) or 0.1ms (n).
Different compound constructs were evaluated to achieve controlled waveguiding in combina-
tion with light diffusion through scattering. A short straight hydrogel cylinder inside a second
hydrogel block was tested to alter light distribution specifically at the fiber ending. Hydrogel
material and scattering particles were changed to visualize the impact of these parameters.
PEGDMA 8000 10% was chosen for the gel block, and the cylinder was made from either
PEGDA 700 50% or PEGDMA 8000 10%. Overall, light distribution on a larger scale was not
strongly influenced by the different strategies. Coupling the fiber into a particle-free cylinder
transported the light further into the sample before it was scattered in the outer gel. Over short
distances, this could be achieved with the same material (i.e. the same refractive index) for the
cylinder and the outer gel (Figs. 9(f)–9(h)).
Using a material with higher refractive index for the cylinder generally directed the light further
along the cylinder axis, occasionally resulting in reflections at the cylinder’s borders. Light output
into the surrounding gel was hindered in these samples (Figs. 9(b)–9(e)). As observed before
(Fig. 6), combinations that included 1 µm PS-particles (2mg/mL) in the outer block scattered the
light further to the sides (not shown).
For a second test, the cylinder was replaced by a Y-shaped hydrogel made from PEGDA 700
50%. Depending on the illumination angle, the inner gel with a higher refractive index acted
either as a shield or a guiding structure. Figures 10(a) and 10(d) show the Y-shaped gel containing
the scattered light between its branches. When the light was coupled into the structure diagonally,
it was scattered along the borders and at the end of the respective branch (Figs. 10(b) and 10(e)).
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To achieve an output at the surface, a hydrogel was produced that consisted of two wedges, 
one with and one without TiO2-particles (see Fig. 8(m)). Most of the light was reflected at the 
sloped surface of the bottom gel and was visible at the surface in the middle of the sample 
(Figs. 8(n) and 8(o)).  
Different compound constructs were evaluated to achieve controlled waveguiding in com-
bination with light diffusion through scattering. A short straight hydrogel cylinder inside a 
second hydrogel block was tested to alter light distribution specifically at the fiber ending. 
Hydrogel material and scattering particles were changed to visualize the impact of these pa-
rameters. PEGDMA 8000 10 % was chosen for the gel block, and the cylinder was made 
from eithe  PEGDA 700 50 % or PEGDMA 8000 10 %. Overall, light distribution on a larger 
scale was not strongly influenced by the different strategies. Coupling the fiber into a particle-
free cylinder transported the light further into the sample before it was scattered in the outer 
gel. Over short distances, this could be achieved with the same material (i.e. the same refrac-
tive index) for the cylinder and the outer gel (Figs. 9(f)-9(h)). 
 
Fig. 9. a: Schema for compound samples in b-j, consisting of PEGDMA 8000 (10 %) blocks 
containing 20 mg/mL of 10 µm PS-particles with a short cylindrical gel inside. Grey lines 
mark the fiber positions, and white dashed lines indicate the sample edges. b-e: cylinders from 
PEGDA 700 50 %, without (b,c) or with (d,e) 20 mg/mL 10 µm PS-particles. f-j: The same 
samples with the cylindrical gel made from PEGDMA 8000 10 %. The sample in f-h contains 
no particles in the inner cylinder. The arrowhead in f marks the fiber ending within the hydro-
gel cylinder. Scattering starts where the light enters the gel block containing PS-particles. 
Scale bar for f and pseudocolor images: 5 mm. All pseudocolor images where captured with an 
exposure time of 0.1 ms, the image in f was taken with an exposure time of 1 ms. 
Using a material with higher refractive index for the cylinder generally directed the light 
further along the cylinder axis, occasionally resulting in reflections at the cylinder’s borders. 
Light output into the surrounding gel was hindered in these samples (Figs. 9(b)-9(e)). As 
observed before (Fig. 6), combinations that included 1 µm PS-particles (2 mg/mL) in the 
outer block scattered the light further to the sides (not shown).  
For a second test, the cylinder was replaced by a Y-shaped hydrogel made from PEGDA 
700 50 %. Depending on the illumination angle, the inner gel with a higher refractive index 
acted either as a shield or a guiding structure. Figs. 10(a) and 10(d) show the Y-shaped gel 
containing the scattered light between its branches. When the light was coupled into the struc-
ture diagonally, it was scattered along the borders and at the end of the respective branch 
(Figs. 10(b) and 10(e)). The effect of using compounds from materials with different refrac-
tive indices was clearly visible in a particle-free sample (Figs. 10(c) and 10(f)). Light that hit 
the border of the Y-shape was refracted back into the branch.  
A gel-in-gel construct was tested to guide the light into the hydrogel sample before dis-
tributing it to the surface. In Fig. 10(g), differences in refractive index values were chosen so 
that the incident light propagated within a core gel as long as it was not curved. At the bend-
ing of the core, light was coupled into the surrounding gel block.  
The effect of a longitudinal particle concentration gradient was tested with long cylindric 
hydrogels (approx. 3 cm long, 2 mm diameter). Polystyrene particles were introduced to these 
samples with and without a concentration gradient. The sample with a concentration gradient 
was produced in three segments of approx. 1 cm length (30 µL volume), containing 1 µm-PS 
particles at concentrations of 0.25 mg/mL, 0.5 mg/mL and 1 mg/mL, respectively.  
Fig. 9. a: Schema for compound samples in b-j, consisting of PEGDMA 8000 (10%) blocks
containing 20mg/mL of 10 µm PS-particles with a short cylindrical gel inside. Grey lines
mark the fiber positions, and white das e lines indicate the sample edges. b-e: cylinders
from PEGDA 700 50%, without (b,c) or with (d,e) 20mg/mL 10 µm PS-particles. f-j: The
same samples with the cylindrical gel made from PEGDMA 8000 10%. The sample in
f-h contains no particles in the inner cylinder. The arrowhead in f marks the fiber ending
within the hydrogel cylinder. Scattering starts where the light enters the gel block containing
PS-particles. Scale bar for f and pseudocolor images: 5mm. All pseudocolor images where
captured with an exposure time of 0.1ms, the image in f was taken with an exposure time of
1ms.
The effect of using compounds from materials with different refractive indices was clearly visible
in a particle-free sample (Figs. 10(c) and 10(f)). Light that hit the border of the Y-shape was







Fig. 10. Pseudocolor images and photographs of Y-shaped PEGDA 700 50 % (particle-fre ) 
inside of PEGDMA 8000 10 % containing 0.5 mg/mL of 0.625 µm PS-particles (a,b,d,e) or no 
particles (c,f). Illumination occurred from the left. Dashed white lines indicate the sample bor-
ders. a,d: Light coupled into the construct at 90° travelled straight into the PEGDMA-block. 
Scattered light was refracted back into the block by the branches of PEGDA 700. b,e: The fiber 
was tilted towards one of the branches. c,f: The same setup as in b,e with particle-free PEGD-
MA. Pseudocolor images were captured with an exposure time of 5 ms. Scale bar (d-f) 3 mm. 
g: PEGDMA 20000 20 % block containing a longer, curved cylinder from PEGDA 700 20 %, 
indicated by the dashed grey line. At the bend, light leaves the cylinder and propagates into the 
gel block (arrow). Bright spots at the top mark the exit site of the light travelling within the 
cylinder. Scale bar 10 mm. 
Two gels for comparison contained either 1 µm PS-particles at 1 mg/mL over the entire sam-
ple length or no particles at all. Light from the fiber travelled along the particle-free hydrogel 
cylinder to its opposite ending with little output to the sides (Figs. 11(a) and 11(b)). Introduc-
ing particles in a uniform concentration resulted in a bright section at the fiber tip and poor 
illumination of the rest of the cylinder (Figs. 11(c) and 11(d)). The cylinder with the particle 
gradient displayed strong improvement of downstream illumination (Figs. 11(e) and 11(f)).  
 
Fig. 11. Pseudocolor images and photographs of light coupled into PEGDMA 8000 (10 %) cyl-
inders containing no particles (a,b), evenly distributed 1 µm PS-particles (1 mg/mL; c,d) or as-
cending concentrations of 1 µm PS-particles (0.25/0.5/1 mg/mL; e,f). The fiber was inserted 
from the left. Pseudocolor images were captured with an exposure time of 1 ms. Scale bar 
(a,c,e) 3 mm. Samples in a,b were shorter (approx. 1 cm) than the others (approx. 3 cm). 
4. Discussion 
Measurements of the mass swelling ratio showed that, as expected, hydrogels consisting of 
loose networks absorbed the most water. Specifically, the samples made from the longest 
polymer chains at the lowest concentration yielded the highest value of 14.13 (see Fig. 1). 
This has been observed before, although values for swelling ratio have been reported to be 
higher [17,26,27]. Introducing water-dispersible microparticles to the network decreased its 
capacity for water retention, possibly due to adsorption of the hydrophobic PEG chains by 
polystyrene particles [28,29]. Hydrophobic interactions could tighten the polymer network, 
explaining the lower water content. Incubation at increased or decreased pH-values increased 
the mass swelling ratio over time. This indicates changes in the hydrogel’s network architec-
ture, since a looser network is associated with higher values. It has been shown before that the 
ester bonds in PEGDA hydrogels can be cleaved in high pH-environments, causing the poly-
mers to fall apart within 3 days [16]. In our study however, we observed only a slight increase 
Fig. 10. Pseudocolor images and photographs of Y-shaped PEGDA 700 50% (particle-free)
inside of PEGDMA 8000 10% containing 0.5mg/mL of 0.625 µm PS-particles (a,b,d,e)
or no particles (c,f). Illumination occurred from the left. Dashed white lines indicate
the s mple border . a,d: Light coupl d into the construct at 90° travelled straight into
the PEGDMA-block. Sca t red light was refracted back into the block by the branches of
PEGDA 700. b,e: The fiber was tilted towards one of the branches. c,f: The same setup as
in b,e with particle-free PEGDMA. Pseudocolor images were captured with an exposure
time of 5ms. Scale bar (d-f) 3mm. g: PEGDMA 20000 20% block containing a longer,
curved cylinder from PEGDA 700 20%, indicated by the dashed grey line. At the bend, light
leaves the cylinder and propagates into the gel block (arrow). Bright spots at the top mark
the exit site of the light travelling within the cylinder. Scale bar 10mm.
A gel-in-gel construct was tested to guide the light into the hydrogel sample before distributing
it to the surface. In Fig. 10(g), differences in refractive index values were chosen so that the
incident light propagated within a core gel as long as it was not curved. At the bending of the
core, light was coupled into the surrounding gel block.
The effect of a longitudinal particle concentration gradient was tested with long cylindric
hydrogels (approx. 3 cm long, 2mm diameter). Polystyrene particles were introduced to these
samples with and without a concentration gradient. The sample with a concentration gradient
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was produced in three segments of approx. 1 cm length (30 µL volume), containing 1 µm-PS
particles at concentrations of 0.25mg/mL, 0.5mg/mL and 1mg/mL, respectively.
Two gels for comparison contained either 1 µm PS-particles at 1mg/mL over the entire sample
length or no particles at all. Light from the fiber travelled along the particle-free hydrogel cylinder
to its opposite ending with little output to the sides (Figs. 11(a) and 11(b)). Introducing particles
in a uniform concentration resulted in a bright section at the fiber tip and poor illumination of the
rest of the cylinder (Figs. 11(c) and 11(d)). The cylinder with the particle gradient displayed
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polystyrene particles [28,29]. Hydrophobic interactions could tighten the polymer network, 
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Fig. 11. Pseudocolor images and photographs of light coupled into PEGDMA 8000 (10%)
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inserted fro the left. Pseudocolor images were aptured with an exposure ti e of 1ms.
Scale bar (a,c,e) 3mm. Samples in a,b were shorter (approx. 1 cm) than the others (approx.
3 cm).
4. Discussion
Measurements of the mass swelling ratio showed that, as expected, hydrogels consisting of loose
networks absorbed the most water. Specifically, the samples made from the longest polymer
chains at the lowest concentration yielded the highest value of 14.13 (see Fig. 1). This has been
observed before, although values for swelling ratio have been reported to be higher [17,26,27].
Introducing water-dispersible icroparticles to the network decreased its capacity for water
retention, possibly due to adsorption of the hydrophobic PEG chains by polystyrene particles
[28,29]. Hydrophobic interactions could tight n the polymer network, expl ining t lower
water content. Incubation t increased or decreased pH-values increased the mass swelling
ratio over time. This indicates changes in the hydrogel’s network architecture, since a looser
network is associated with higher values. It has been shown before that the ester bonds in PEGDA
hydrogels can be cleaved in high pH-environments, causing the polymers to fall apart within 3
days [16]. In our study however, we observed only a slight increase of water content after 14
days of incubation at pH= 10 and no disintegration of the samples. Long-term pH-stability is an
important consideration for hydrogel implants, since the immune response to implant surfaces
includes a pH decrease in order to degrade the foreign body [30].
Young’s modulus of elasticity was lower for the hydrogels with a looser network (PEGDMA
20000 10%). The obtained values for Young’s modulus are rather high compared with previously
collected data [27,31,32]. Together with the low values for mass swelling ratios observed in
this study, the data indicates that our hydrogels formed tighter polymer networks. PEGD(M)A
hydrogels are often fabricated using a photoinitiator and UV light, with polymerization times
between 1 and 15 minutes [17,26,27,31,32]. In this study, our chemically cross-linked hydrogels
were allowed to polymerize for up to 60 minutes, although a physical gel was already formed
after approx. 10 minutes. Removing the gel at an early time point usually left behind a small
amount of unpolymerized liquid that would in turn continue to gel. It has been shown that
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hydrogels form tighter networks with increasing concentration of photoinitiator [33,34]. In our
case, the combination of chemical crosslinking, concentration of polymerization starters and long
polymerization time yielded particularly tight polymers. All these parameters can be adjusted to
tune properties like water absorption and elasticity. However, the increased pH stability observed
in our study suggests that incomplete polymerization reactions are conducted at the expense of
physical integrity.
As expected, the hydrogel’s refractive index decreases with increasing water content. The
largest observed difference between a gel with high (20000 10%) and low (700 90%) water
content was approx. 0.1 (see Fig. 2). Step-index fibers with a PEGDA core and alginate cladding
have been realized with a refractive index step of roughly 0.14 [10], other step index hydrogel
fibers were realized with an even smaller refractive index difference [11]. In our test structures,
the refractive index difference between PEGDA 700 20% and PEGDMA 20000 20% was large
enough to guide the light within the PEGDA 700 on a straight path. At the bend, light was
coupled out (see Fig. 10(g)). Using the Y-shape from PEGDA 700 50% within PEGDMA 8000
10%, light was refracted on the inside or outside of the branches, guiding it towards the desired
direction. A higher difference of refractive indices of the compounds would allow for light
guiding in more complex geometries [10], whereas smaller differences can be used for coupling
out of light at specific target structures, as shown in Fig. 10(g). It should be noted that refractive
index differences between the waveguide and the surrounding medium must be kept in mind
as well if the hydrogel is to be used with different tissues. All the modalities tested here were
immersed in air. First imaging tests in water did not show any noticeable differences.
Short polymer chains at low concentrations (700 10% in our study) have a milky appearance.
With increasing polymer concentration, samples become transparent. Optical losses within
PEGDA 700 10% are still acceptable over short distances, making it interesting for structures
were scattering is desired. In general, PEGD(M)A hydrogels display high transmission and
low reflection in the visible and NIR range. PEGDMA 20000 displays a peak in loss values
around 450 nm, a relevant wavelength for optogenetics. Losses in PEGDMA 20000 might also
be increased because of streaks and irregularities that arose during sample production due to the
poor solubility of large polymers in water. To achieve 50 wt.-% PEGDMA 20000, the polymer
had to be dissolved for several hours or overnight. Still, these samples display good transmission.
PEGDMA 8000 combines low losses (< 1% per mm in most of the visible range for 10% and 25%
wt.-concentration), good sample manageability and sufficient elasticity and can be considered a
favorable base material for an implantable optical waveguide.
Transmission and reflection of PS-particle containing samples is more wavelength dependent
for small particles than for large ones (10 µm) or particle-free samples (see Figs. 4(a)–4(c)). These
measurements are in accordance withMie theory, showing stronger scatter for shorter wavelengths
and decreasing wavelength dependency with increasing particle size. Our measurements indicate
that PS-particles remain stably dispersed in the hydrogels for at least four weeks. Nevertheless,
stability of the distribution needs to be tested before implantation under more realistic conditions
considering mechanical stress and chemical environment.
Using homogeneously distributed scattering particles in combination with a single point source
only illuminates a limited area of the sample surface. We present different strategies to improve
light output perpendicular to the direction of the fiber. One possibility is to use one or more
structured fibers instead of point sources (Fig. 7). This is an effective solution, but introducing
multiple fibers in a confined area might compromise sample stability. A highly reflective bottom
layer scatters light back into the sample towards the upper surface (Fig. 8). Reflections can also be
used to create single spots on the sample surface. These spots can be controlled by varying slope
and location of the reflecting layers as well as number and angle of light sources. Compound
structures with and without scattering particles can be used to control the site of light scattering
and the direction of light propagation (Figs. 9 and 10). A sophisticated sample design allows for
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targeting of specific areas with only one point source, as was demonstrated with the Y-shaped
waveguide. However, stability of compound structures needs to be considered with respect to
their application. The smaller the surface shared by two gel components, the weaker will be
the bond. Longitudinal concentration gradients efficiently increase scattering with increasing
distance from the light source (Fig. 11). These gradients need to be introduced segment by
segment in PEGDMA because the hydrogel precursor is liquid. In a more viscous material, it
should be possible to produce gels in one piece, yielding a more homogeneous gradient and
eliminating potential breaking points in the sample. Refractive index and compound structures
can be exploited as a tool to control light distribution within a hydrogel construct. Depending on
the material, modern 3D-printing techniques might be able to provide structures that direct the
incident light to multiple sites of interest, introducing scatter as needed, all within one block of
material and without the need for single fragile fibers.
5. Conclusion
Hydrogel waveguides from PEGD(M)A present versatile alternatives to glass fibers or microLEDs.
Compound structures can be fabricated in a layer-by-layer design, controlling direction and
scatter of the light. Low losses, biocompatibility, ease of production and handling and high
tunability of material properties provide an excellent basis for the production of waveguides for
specialized in vivo applications. Implants from these materials could be applied for long term
PDT or optogenetics.
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